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Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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Indian Standard 

SPECIFICATION FOR 

MOUTH PROPS. AND AIRWAYS 

(LONDON HOSPITAL PATTERN ) 

0. FOREWORD 

0.1 This Indian Standard was adopted by the Indian Standards Institution 
on 23 December 1965, after the draft finalized by the Anaesthesia, Resuscita- 
tion and Allied Equipment Sectional Committee had been approved by the 
Consumer Products Division Council. 

0.2 This standard is one of a series on anaesthetic equipment, formulated 
at the instance of the Advisory Committee for Development of Surgical 
Instruments, Equipment and Appliances of the Ministry of Industry and 
Supply, Government of India. Other specifications published so far in the 
series are: 

IS :3390- 1965 Sphygmomanometers, mercurial 

IS: 3391-1965 Stethoscopes 

IS : 3392-1965 Anaesthetic airways 

0.3 In the preparation of this standard, assistance has been drawn from 
IND/GS/MED 220 (C) * Mouth prop and airway, London Hospital 
Pattern — set of three, complete ' issued by the Chief I nspector of General 
Stores, Ministry of Defence, Government of India. 

0.4 For the purpose of deciding whether a particular requirement of this 
standard is complied with, the final value, observed or calculated, expressing 
the result of a test or analysis, shall be rounded off in accordance with 
IS : 2-1960*. The number of significant places retained in the rounded off 
value should be the same as that of the specified value in this standard. 



1. SCOPE 

1.1 This standard covers the-requirements for mouth props and airways 
( London Hospital Pattern ). 

2.SHAPE AND DIM ENSIONS 

2.1 The general shape, dimensions and range of nominal sizes of mouth props 
and airways ( London Hospital Pattern ) shall be as given in Finland 
Table 1. 



*Rules for rounding off numerical values (revised). 
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F i g. 1 Mouth Pbof akp Airway ( London Hobpitai, PArrrEitN ) 



TABLE 1 DIMENSIONS OF MOUTH PROPS AND AIRWAYS 

(Clause 2A) 

Sjzs //ABC 



Large 


30 


35 


25 


15 


Medium 


25 


28 


22 


12 


small 


20 


22 


19 


10 



2.2 The mouth props shall be of the foil owing three sizes: 
a> Large 15 mm 



b) Medium 

c) Small' 



12 mm 
10 mm 



2.3 Each mouth prop shall be provided with a 1'6-mm hole at the base to 
allow it to be used with a chain or a wire. When specifically required by the 
purchaser, three mouth props, one of each size, shall be supplied together as a 
set, in which case they shall be linked by means of aluminium chains approxi- 
mately 15 cm long with links made of 1 mm diameter aluminium wire. 

3. MATERIAL 

3.1 The mouth props and airways shall be manufactured from a corrosion- 
resisting metal or a metal finished with durable and. corrosion resisting 
surface coating. The material used shall be in no way harmful to human 
tissue. Aluminium, stainless steel and carbon steel ( chromium plated ) 
are suitable materials for these mouth props and airways. The mouth 
props may be made also from suitable elastomeric materials. 



IS: 3393- 1965 

4. WORKMANSHIP AND FINISH 

4.1 The surface of the mouth props and airways shall be smooth and free 
from pits, scratches, and grinding marks. The edges shall be smoothly 
rounded off and shall nowhere be sharp. If plated, the plating shall be 
chromium over nickel conforming to Grade C of IS : 1068-1958*. 

5. TESTS 

5.1 Practical Test — A compressive force of 25 kgfshall be applied to each 
mouth prop in turn in such a manner that the force acts at right angles to 
the axis and through its mid point and tends to compress the opposite 
surfaces towards each other. The maximum force shall gradually be 
attained and shall act for two minutes. On completion of the test the 
mouth props shall not have taken on a new permanent set and shall show 
no sign of damage. 

6. MARKING 

6.1 Each mouth prop shall be legibly and indelibly marked with the 
manufacturer's name, initials or recognized trade-mark and the year of 
manufacture. 

6.1.1 The mouth props and airways may also be marked with the ISI 
Certification Mark. 

Note- The use of the ISI Certification hlark is governed by the provisions of the 
Indian Standards Institution ( Certification Marks) Act, and the Rules and Regulations 
made thereunder. Presence of this mark on products covered by an Indian Standard 
conveys the assurance that they have been produced to comply with the requirements 
of that standard, under a well-defined system of inspection, testing and quality control 
during production. This system, which is devised and supervised by ISI and operated 
by the producer, has the further safeguard that the products as actually marketed arc 
continuously checked by ISI for conformity to the standard. Details of conditions, 
under which a licence for the use of the ISI Certification Mark may be granted to 
manufacturers or processors, may be obtained from the Indian Standards Institution. 

7. PACKING 

7.1 The mouth props and airways shall be wrapped in tissue paper or wax 
paper and packed in cardboard boxes or cartons. 

7.2 A label shall be fixed on each carton indicating the manufacturer's 
name, initials or trade-mark. 



*Specifi cation for copper, nickel and chromium electroplated coatings. 
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